Introduction
============

One of the most significant challenges during the treatment with complete removable dental prostheses is obtaining the bilateral balance \[[@b1-cm-92-s85]\]. The most frequent obstacle that can affect this procedure is the soft tissue resiliency, although using advanced mechanical appliances like semi-adjustable articulators; these can only approximate the occlusal functional movements \[[@b2-cm-92-s85]\].

Fortunately, modern technology offers a solution to this problem with computerized occlusal analysis the T-Scan System, a diagnostic device that can register a patient's bite force, occlusal force location and timing \[[@b3-cm-92-s85],[@b4-cm-92-s85]\]. A pressure-mapping sensor records intraorally the biting force dynamics and the data is stored on a hard drive that can be played back in video format \[[@b5-cm-92-s85]\]. The T-scan III system analyses the order of the occlusal contacts, and measures the percentage of the force changes and the efficiency of the occlusion from the first occlusion contact through to maximum intercuspation \[[@b6-cm-92-s85],[@b7-cm-92-s85],[@b8-cm-92-s85]\].

We can use the T-Scan system during the treatment with a complete removable denture to analyze and measure occlusal forces, and with the computer-guided corrective adjustments, the occlusal balance can measurably improve \[[@b9-cm-92-s85],[@b10-cm-92-s85]\].

Case report
===========

The case study was conducted on a 35 years old edentulous female patient who agreed to participate and gave her consent to use her personal details. She requested a prosthetic treatment with complete removable acrylic dentures. She claimed that she lost her teeth during her multiple pregnancies, and she has digestive problems due to mastication difficulties. The patient suffered from complications such as masticatory disorders, feature changes, pronunciation difficulties and psychological impacts \[[@b11-cm-92-s85]\].

The examination of the jaw support area reveals a high and wide maxillary and mandibular ridge, a deep palatal vault, well-represented tuberosities providing excellent support and stabilization conditions.

We followed the usual clinical steps of obtaining an acrylic denture, and we introduced the T-Scan III system during the treatment. Based on the functional impressions, the technician made the final models on which we made three pairs of occlusal wax rims \[[@b12-cm-92-s85],[@b13-cm-92-s85]\]. Using these wax rims, we established three vertical dimensions: understated, ideal and overstated, and we registered them using the T-scan system.

Using the set dimensions, the technician made four mock-ups: two in perfect vertical dimensions, one with understated aspects and one with overstated vertical dimensions. We used various acrylic teeth in shape, color and brand.

Analyzing all the data from the T-scan registrations we distinguished that the most suitable solution for the patient was the proper dimension mock-up with Wiedent acrylic teeth, color D2. When the prosthesis was finished we registered it with the T-scan system before and after the corrective adjustments. The T-scan system indicated the areas where we had to make adjustments to obtain the bilateral balance, using this device made this procedure easier. After seven months the patient returned for a review, and we made another registration with the T-scan system.

Discussion
==========

Analyzing all the data from the T-scan recordings with the occlusal patterns, mock-ups and the final acrylic prostheses we noticed the following:

-   In the case of the understated occlusal design ([Figure 3](#f3-cm-92-s85){ref-type="fig"}), 98.8% of the occlusal forces are focused on the right side (red line) while the left side (green line) occupies only 1.2% of the occlusal force.

-   In the case of the occlusal pattern with ideal vertical dimensions ([Figure 4](#f4-cm-92-s85){ref-type="fig"}), the occlusal forces are concentrated 77.2% on the right side (red line), and approximately 22.8% on the left side (green line).

-   In the case of the occlusal pattern with overstated vertical dimensions ([Figure 5](#f5-cm-92-s85){ref-type="fig"}), 60.3% of the occlusal forces are on the right side, and 39.7% on the left.

-   In the case of the mock-up with understated vertical dimensions and New Ace-Yamahachi acrylic the D3 color ([Figure 6](#f6-cm-92-s85){ref-type="fig"}, [Figure 7](#f7-cm-92-s85){ref-type="fig"}), 64.7% of the occlusal forces are focused on the left (green line) and 35.3% on the right side (red line).

-   In the case of the mock-up with ideal vertical dimensions and Eray Delux acrylic the color C4 ([Figure 8](#f8-cm-92-s85){ref-type="fig"}, [Figure 9](#f9-cm-92-s85){ref-type="fig"}), 48% of the occlusal forces are on the left (green line) and 52% on the right side (red line).

-   In the case of the mock-up with ideal vertical dimensions, Wiedent acrylic teeth color D2 ([Figure 10](#f10-cm-92-s85){ref-type="fig"}, [Figure 11](#f11-cm-92-s85){ref-type="fig"}), 30.9% of the forces are on the left, 69.1% on the right (red line).

-   In the case of the mock-up with overstated dimensions and New Ace acrylic teeth color B1 ([Figure 12](#f12-cm-92-s85){ref-type="fig"}, [Figure 13](#f13-cm-92-s85){ref-type="fig"}), 48.3% of the occlusal forces are on the left and 51.7% on the right side.

-   In the case of the prosthesis before the adjustments, 53.8% of the occlusal forces are on the left (green line) and 46.2% on the right side (red line). The center of the force is outside the white and grey circles ([Figure 16](#f16-cm-92-s85){ref-type="fig"}).

-   In the case of the prosthesis after adjustments, 53.4% of the occlusal forces are on the left (green line) and 46.6% right side (red line), but the center of the force is inside the white circle ([Figure 17](#f17-cm-92-s85){ref-type="fig"}).

-   The evaluation after seven months showed us that the occlusal forces were on 52.3% on the left (green line) and 47.7% on the right side (red line). The two lines coincide on a section, which means that the prosthesis is balanced; the center of the force is in the white and grey circles ([Figure 18](#f18-cm-92-s85){ref-type="fig"}).

The reason why we used different acrylic teeth is that we tried to demonstrate the importance of aesthetics, which is an essential aspect in the treatment. By making mock-ups using different acrylic teeth in different colors and shapes, we tried to re-think how important it is to choose the color and shape that matches the patient according to sex, skin shades, age and face features.

Although the registered situations were satisfactory, the aesthetic issues are essential, and the functional aspects are fundamental, the most suitable disentanglement, in this case, was the mock-up with proper dimensions.
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![The T-scan registration at lower vertical dimension.](cm-92-s85f3){#f3-cm-92-s85}

![The T-scan registration at higher vertical dimension of occlusion.](cm-92-s85f4){#f4-cm-92-s85}

![The T-scan registration at the correct vertical dimension.](cm-92-s85f5){#f5-cm-92-s85}

![The mock-up with underevaluated vertical dimension. The New Ace-Yamahachi acrylic teeth col. D3.](cm-92-s85f6){#f6-cm-92-s85}

![The T-scan mock-up with higher vertical dimension.](cm-92-s85f7){#f7-cm-92-s85}

![The mock-up with ideal vertical dimension. The Eray Deluxe acrylic teeth col. C4.](cm-92-s85f8){#f8-cm-92-s85}

![The T-scan with the ideal vertical dimension.](cm-92-s85f9){#f9-cm-92-s85}

![The mock-up with ideal vertical dimension. The Wiedent acrylic teeth, colour D2.](cm-92-s85f10){#f10-cm-92-s85}

![The T-scan mock-up at the ideal vertical dimension.](cm-92-s85f11){#f11-cm-92-s85}

![The mock-up with higher vertical dimension. The New Ace-Yamahachi acrylic teeth colour B1.](cm-92-s85f12){#f12-cm-92-s85}

![The T-scan mock-up at the overstated vertical dimension.](cm-92-s85f13){#f13-cm-92-s85}
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![T-scan with the final prosthesis before occlusal adjustments.](cm-92-s85f16){#f16-cm-92-s85}

![T-scan after occlusal adjustments.](cm-92-s85f17){#f17-cm-92-s85}

![T-scan evaluation after seven months.](cm-92-s85f18){#f18-cm-92-s85}

![Patient before the treatment.](cm-92-s85f19){#f19-cm-92-s85}
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![Patient after the treatment.](cm-92-s85f21){#f21-cm-92-s85}

![Patients profile after treatment.](cm-92-s85f22){#f22-cm-92-s85}
